. Extracted ion chromatograms illustrating the effects of solvent composition on FIA analyte elution shape. Mobile phase A and B are water and acetonitrile, respectively. A) 100% H2O. B) 90% H2O. C) 80% H2O. D) 70% H2O. Rear Funnel Exit potential. When using the "CCS Calculator (Multi-Field)" of IM-MS Browser (Agilent Technologies) to process the data, make sure that the "CCS Plot (Multi-Field)" captures all seven points of the method, otherwise the CCS will not be reproducible. 
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Figure S2 -A composite total ion chromatogram of three contigous sample injections illustrating the stacking of multiple CCS measurements in the FIA-DTIM-MS method.
